Imaging factors and image optimization.
Optimization of dose and image quality is task-dependent. The three main image quality parameters, sharpness, contrast, and noise, are interdependent in radiographic systems. The need to minimize patient dose imposes further couplings between these factors. This is the reason why there are no universally applicable imaging systems.